
 

RESL CUSTOMER EXPORT CONTROL AGREEMENT 
 
It is the Radiological and Environmental Sciences Laboratory’s (RESL) policy to conduct 
business in accordance with all applicable U.S. export control laws and regulations.  It is also 
RESL’s policy that its Customers comply with U.S. export control laws and regulations.  
Therefore, Customer agrees to the following: 
 
1. Because products, technical data, and technical assistance (i.e., services) provided to 

Customer by RESL may be subject to U.S. export control laws and regulations,  
(i) transactions with certain persons and companies and (ii) the export or reexport of certain 
types and levels of products, technical data, and services are prohibited or restricted.  
 

2. Customer acknowledges that it is responsible for its own compliance with U.S. export control 
laws and regulations.  Customer further agrees that it assumes the responsibility to obtain all 
necessary U.S. export licenses or other U.S. governmental authorizations, as well as all 
liability for the failure to do so. 

 
3. Customer acknowledges that export control requirements may change and that the export or 

reexport of RESL products, technical data, and services without an export license or other 
appropriate governmental authorization may result in criminal and/or civil liability.   

 
4. The obligations and requirements described herein shall survive the expiration or termination 

of any agreement or contract between RESL and Customer. 
 

 
 
 



Query Results
Generated November 13, 2012

Lab Code Lab Name
1 ADEM01 Alabama Department of Environmental Management
2 AFOH01 USAFSAM/OEHHL
3 ANTE01 ALS Environmental
4 AREV01 AREVA - CMC
5 ARGO01 Idaho National Laboratory
6 ARPL01 Analytical Support Operations - Radiochemical Processing Lab
7 ARSL01 American Radiation Services LLC
8 AY1201 B&W Y-12, Analytical Chemistry Organization Laboratory
9 CDHS01 California Department of Public Health

10 CESL01 Lawrence Livermore National Laboratory - EMRL
11 CHMH01 222-S Laboratory
12 CMRC01 Carlsbad Environmental Monitoring and Research Center
13 DEHS01 Department of Environmental Health & Safety
14 DINL99 Departamento Ingeniería Nuclear y Mecánica de Fluidos
15 DPHE01 Colorado Dept. of Public Health & Env. / Laboratory Services Div.
16 DRMG01 B&W Pantex - D&RMG
17 ERCL01 Washington State Public Health Laboratories
18 ERLG01 Environmental Radiation Laboratory
19 ERPD99 Ministry Of Health,Radiation Protection Department Lab
20 ESGL99 Environmental Scientifics Group
21 EULC01 EnergySolutions, LLC
22 FDHE01 Florida Dept of Health Environmental Laboratory
23 FDOH01 Florida Dept. of Health, Mobile Environmental Radiological Lab
24 FMEC99 Foods and Water Laboratories Center
25 GENE01 GEL Laboratories, LLC
26 GPCL01 Georgia Power Company Environmental Laboratory
27 HCAL01 Hazards Control Analytical Lab
28 HECR01 SC Dept. Health and Environmental Control Radiological Laboratory
29 HERR01 Washington Closure Hanford
30 ISUP01 ISU - Department of Physics/Health Physics/EAL
31 JAEC99 Radiation Measurements Laboratory
32 KDHE01 Kansas Dept. of Health & Environment
33 KUFS99 Center for Research in Environmental Radiation
34 LAEC99 Lebanese Atomic Energy Commission - Environmental Radiation
35 LDRA99 Laboratori de Radiologia Ambiental-Universitat de Barcelona
36 LOCK03 Advanced Test Reactor (ATR) Complex Radioanalytical Laboratory
37 MART02 United States Enrichment Corporation
38 MART03 Radioactive Material Analysis Laboratory
39 MDPH01 MDPH-Radiation Control Program
40 MSDH01 Mississippi State Dept of Health
41 NARL01 National Air and Radiation Environmental Laboratory
42 NARL02 USEPA - NAREL - MERL
43 NCNS99 National Center for Nuclear Sciences and Technologies
44 NESI01 B&W Technical Services-Radioisotope & Analytical Chemistry Laboratory
45 NJDH01 New Jersey Dept. of Health, PHEL, ECLS
46 ODHL01 Ohio Department of Health Laboratory
47 ORIS01 ORISE/IEAV
48 OTLI01 Outreach Technologies, Inc.



49 QUAN01 TestAmerica St. Louis
50 QUAN03 TestAmerica
51 RMCL99 Royal Scientific Society - Radiation Protection Lab
52 RPSC01 Radiation Protection Service
53 RSAL01 RSA Laboratories, Inc.
54 SANC99 RadioAnalysis, South Africa Nuclear Energy Corp.
55 SEML01 SRS Environmental Monitoring Laboratory
56 SOUT01 Southwest Research Institute
57 SRPD01 Sandia National Laboratories, Radiation Protection Sample Diagnostics
58 TDHL01 Texas Department of State Health Services Laboratory
59 TELE01 TELEDYNE BROWN ENGINEERING - ENVIRONMENTAL SERVICES
60 TELE02 Environmental, Inc., Midwest Lab
61 TMAO01 EBERLINE SERVICES OAK RIDGE LABORATORY
62 TMAR01 Eberline Analytical Corp. Richmond CA Lab
63 TNUT01 St. Louis USACE FUSRAP Laboratory
64 URSL01 UNLV Radioanalytical Services Laboratory
65 USED99 National Center for Nuclear Energy, Sciences and Techniques
66 WEST03 Waste Sampling and Characterization Facility, MSA
67 WEST04 PACE ANALYTICAL SERVICES, PITTSBURGH
68 WIPP01 WIPP Laboratories
69 WSHL01 Wisconsin State Laboratory of Hygiene
70 WVPL01 WVDP Radiation Protection Lab

GrF27 Laboratories Not Reporting Data

1 ADEM01 Alabama Department of Environmental Management
2 AREV01 AREVA - CMC
3 GPCL01 Georgia Power Company Environmental Laboratory
4 KUFS99 Center for Research in Environmental Radiation
5 MSDH01 Mississippi State Dept of Health
6 RMCL99 Royal Scientific Society - Radiation Protection Lab



Setup and Process Data

MAPEP-12-GrF27

Analyte Ref. Value Total Ref. Uncertainty F.P. S.E.

Radiological
Gross alpha 0.97 0.03   
Gross beta 1.92 0.06   

Printed 11/13/2012



Sample Statistical Summary

MAPEP-12-GrF27

Analyte T(1) A(2) Grand(3)

Mean

Std

Dev

Ref

Value

Ref

Unc

Acceptance

Range

Radiological Units: (Bq/sample)
Gross alpha 64 47 0.64 0.27 0.97 0.03 0.29 - 1.65 
Gross beta 64 64 1.90 0.22 1.92 0.06 0.96 - 2.88 

Note: (1) T = Total number of laboratories reporting analyte.
(2) A = Number of laboratories with 'Acceptable' performance.
(3) Mean excludes values derived as total metals and values indicated as "Not Acceptable". 

Gross Alpha Flags:

 

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty
at two standard deviations, does not include zero).

N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically positive at two standard
deviations (Result/Uncertainty 

Gross Beta Flags:

A = Result acceptable, Bias 2, i.e., the range encompassing the result, plus or minus the total uncertainty
at two standard deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard
deviations (Result/Uncertainty 

 

Printed 12/03/2012



Flag Summary Report

Radiological

Analyte A W RW N

Gross alpha 47   17
Gross beta 64    

Study:    MAPEP-12-GrF27: Gross alpha/beta air filter

Printed 11/14/2012

https://mapep.inl.gov/index.cfm?fuseaction=reports.flagSummary&study_ID=196&excel=true


MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(AFOH01) USAFSAM/OEHHL

2510 Fifth Street, Area B

Wright-Patterson AFB, OH 45433-7913

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

.013N -.203Gross alpha -79.10.97 0.29 1.65
0.04A L-1.78Gross beta -7.31.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  

 of 64Page 1 Printed 12/3/2012Issued 11/20/2012



MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(ANTE01) ALS Environmental

225 Commerce Drive

Fort Collins, CO 80524-1416

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.030A -0.375Gross alpha -61.30.97 0.29 1.65
0.15A -1.92Gross beta 0.01.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(ARGO01) Idaho National Laboratory

INL, Materials and Fuels Complex

Idaho Falls, ID 83415

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

1.83E-01N -2.56E+00Gross alpha 163.90.97 0.29 1.65
1.68E-01A -2.37E+00Gross beta 23.41.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(ARPL01) Analytical Support Operations - Radiochemical Processing Lab

PO Box 999

Richland, WA 99354

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.01N -0.197Gross alpha -79.70.97 0.29 1.65
0.06A -1.69Gross beta -12.01.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(ARSL01) American Radiation Services LLC

2609 North River Road

Port Allen, LA 70767

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.045A -0.670Gross alpha -30.90.97 0.29 1.65
0.160A -2.581Gross beta 34.41.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(AY1201) B&W Y-12, Analytical Chemistry Organization Laboratory

Y12, NSC, Bldg. 9995, Rm 142

Oak Ridge, TN 37831-8189

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.026N -0.283Gross alpha -70.80.97 0.29 1.65
0.070A -1.97Gross beta 2.61.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(CDHS01) California Department of Public Health

Drinking Water & Radiation Lab.

Richmond, CA 94804-6403

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0218A -0.726Gross alpha -25.20.97 0.29 1.65
0.0210A L-2.03Gross beta 5.71.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(CESL01) Lawrence Livermore National Laboratory - EMRL

7000 East Avenue

Livermore, CA 94551

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

2.04E-02A -2.91E-01Gross alpha -70.00.97 0.29 1.65
4.21E-02A L-1.79E+00Gross beta -6.81.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(CHMH01) 222-S Laboratory

P.O. Box 250, MS T6-10

Richland, WA 99352

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0185N -0.136Gross alpha -86.00.97 0.29 1.65
0.0877A -1.64Gross beta -14.61.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(CMRC01) Carlsbad Environmental Monitoring and Research Center

1400 University Dr.

Carlsbad, NM 88220

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0090A L-0.3993Gross alpha -58.80.97 0.29 1.65
0.024A L-2.058Gross beta 7.21.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(DEHS01) Department of Environmental Health & Safety

North Carolina State Univ.

Raleigh, NC 27695-8007

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.2A -1.4Gross alpha 44.30.97 0.29 1.65
0.42A H-1.98Gross beta 3.11.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(DINL99) Departamento Ingeniería Nuclear y Mecánica de Fluidos

Alameda de Urquijo s/n

Bilbao, Vizcaya 48013

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.011N -0.282Gross alpha -70.90.97 0.29 1.65
0.05A L-1.84Gross beta -4.21.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(DPHE01) Colorado Dept. of Public Health & Env. / Laboratory Services Div.

8100 Lowry Blvd

Denver, CO 80230

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.06A -0.80Gross alpha -17.50.97 0.29 1.65
0.06A -1.88Gross beta -2.11.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(DRMG01) B&W Pantex - D&RMG

Bldg 12-122

Amarillo, TX 79120-0020

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

3.87E-03A L-5.84E-01Gross alpha -39.80.97 0.29 1.65
2.37E-02A L-1.84E+00Gross beta -4.21.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(ERCL01) Washington State Public Health Laboratories

1610 N.E. 150 th Srteet

Shoreline, WA 98155-9701

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.032A -0.374Gross alpha -61.40.97 0.29 1.65
0.04A L-1.93Gross beta 0.51.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(ERLG01) Environmental Radiation Laboratory

Georgia Institute of Tech.

Atlanta, GA 30332

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

.07A -.7Gross alpha -27.80.97 0.29 1.65

.15A -1.6Gross beta -16.71.92 0.96 2.88
Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(ERPD99) Ministry Of Health,Radiation Protection Department Lab

Al-Awqaf Complex-Tower#12

Sharq, Kuwait 656

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.105A -1.046Gross alpha 7.80.97 0.29 1.65
0.211A -1.960Gross beta 2.11.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(ESGL99) Environmental Scientifics Group

Unit 12 Moorbrook

DIdcot, Oxfordshire OX11 8QT

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.047N H-0.223Gross alpha -77.00.97 0.29 1.65
0.16A -1.01Gross beta -47.41.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(EULC01) EnergySolutions, LLC

I-80, Exit 46

Clive, UT 84029

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

.06A -.4785Gross alpha -50.70.97 0.29 1.65

.23A -2.2030Gross beta 14.71.92 0.96 2.88
Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(FDHE01) Florida Dept of Health Environmental Laboratory

PO Box 680069

Orlando, FL 32868-0069

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.01N -0.14Gross alpha -85.60.97 0.29 1.65
0.04A L-1.59Gross beta -17.21.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(FDOH01) Florida Dept. of Health, Mobile Environmental Radiological Lab

PO Box 680069

Orlando, FL 32868-0069

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.050277A -1.144Gross alpha 17.90.97 0.29 1.65
0.017481A L-1.939Gross beta 1.01.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(FMEC99) Foods and Water Laboratories Center

Ministry of Regional Municpalities and Water Resources

Muscat, seeb 111

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.1A H-0.411Gross alpha -57.60.97 0.29 1.65
0.2A -1.727Gross beta -10.11.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(GENE01) GEL Laboratories, LLC

2040 Savage Road

Charleston, SC 29407

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0055N L-0.2253Gross alpha -76.80.97 0.29 1.65
0.020A L-1.930Gross beta 0.51.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(HCAL01) Hazards Control Analytical Lab

Lawrence Livermore National

Livermore, CA 94551

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

.096A H-.454Gross alpha -53.20.97 0.29 1.65
.23A -2.18Gross beta 13.51.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(HECR01) SC Dept. Health and Environmental Control Radiological Laboratory

2600 Bull St.

Columbia, SC 29201

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.043N -0.250Gross alpha -74.20.97 0.29 1.65
0.08A -1.85Gross beta -3.61.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(HERR01) Washington Closure Hanford

Radiological Counting Facility

Richland, WA 99352

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

.01N -.18Gross alpha -81.40.97 0.29 1.65

.09A -1.85Gross beta -3.61.92 0.96 2.88
Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(ISUP01) ISU - Department of Physics/Health Physics/EAL

785 S. 8th Ave, Rm 120

Pocatello, ID 83209-8106

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.02A -0.46Gross alpha -52.60.97 0.29 1.65
0.02A L-1.56Gross beta -18.81.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(JAEC99) Radiation Measurements Laboratory

Jordan Atomic Energy Commission

Amman, Jordan 70 (11934)

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.007A L-0.897Gross alpha -7.50.97 0.29 1.65
0.012A L-1.83Gross beta -4.71.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(KDHE01) Kansas Dept. of Health & Environment

Forbes Bldg. 740

Topeka, KS 66620

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.03A -0.42Gross alpha -56.70.97 0.29 1.65
0.04A L-1.85Gross beta -3.61.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(LAEC99) Lebanese Atomic Energy Commission - Environmental Radiation

National Council for Scientific Research

Beirut, Beirut 1107 2260

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.02A L-0.88Gross alpha -9.30.97 0.29 1.65
0.06A -1.73Gross beta -9.91.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(LDRA99) Laboratori de Radiologia Ambiental-Universitat de Barcelona

Facultat de Quimica

Barcelona, Catalunya 08028

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.006A L-0.745Gross alpha -23.20.97 0.29 1.65
0.011A L-1.815Gross beta -5.51.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(LOCK03) Advanced Test Reactor (ATR) Complex Radioanalytical Laboratory

INL/Battelle Energy Alliance, LLC

Idaho Falls, ID 83415-7111

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.02N -0.26Gross alpha -73.20.97 0.29 1.65
0.08A -1.97Gross beta 2.61.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(MART02) United States Enrichment Corporation

PO Box 1410

Paducah, KY 42002

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.114A -1.017Gross alpha 4.80.97 0.29 1.65
0.051A -1.689Gross beta -12.01.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(MART03) Radioactive Material Analysis Laboratory

ORNL

Oak Ridge, TN 37831-6223

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.016N -0.196Gross alpha -79.80.97 0.29 1.65
0.04A L-1.78Gross beta -7.31.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(MDPH01) MDPH-Radiation Control Program

MERL-Room 002

Jamaica Plain, MA 02130-3597

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.02A -0.33Gross alpha -66.00.97 0.29 1.65
0.04A L-1.92Gross beta 0.01.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(NARL01) National Air and Radiation Environmental Laboratory

540 S. Morris Ave.

Montgomery, AL 36115-2601

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

.0217N -0.175Gross alpha -82.00.97 0.29 1.65
0.0899A -1.71Gross beta -10.91.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(NARL02) USEPA - NAREL - MERL

540 S Morris Ave

Montgomery, AL 36115

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0117N -0.274Gross alpha -71.80.97 0.29 1.65
0.0261A L-1.83Gross beta -4.71.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(NCNS99) National Center for Nuclear Sciences and Technologies

Technopole Sidi

Thabet Ariana, Ariana 2020

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.004N -0.123Gross alpha -87.30.97 0.29 1.65
0.030A L-1.897Gross beta -1.21.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(NESI01) B&W Technical Services-Radioisotope & Analytical Chemistry Laboratory

Lynchburg Technology Center

Lynchburg, VA 24504-5447

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.04A -0.64Gross alpha -34.00.97 0.29 1.65
0.04A L-1.79Gross beta -6.81.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  

 of 64Page 39 Printed 12/3/2012Issued 11/20/2012



MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(NJDH01) New Jersey Dept. of Health, PHEL, ECLS

3 Schwarzkopf Drive

West Trenton, NJ 08628

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.001A L-0.895Gross alpha -7.70.97 0.29 1.65
0.043A L-1.980Gross beta 3.11.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(ODHL01) Ohio Department of Health Laboratory

8995 E Main Street

Reynoldsburg, OH 43068

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.015N -0.249Gross alpha -74.30.97 0.29 1.65
0.026A L-2.030Gross beta 5.71.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(ORIS01) ORISE/IEAV

PO Box 117

Oak Ridge, TN 37831-0117

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.018A -0.547Gross alpha -43.60.97 0.29 1.65
0.019A L-1.917Gross beta -0.21.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(OTLI01) Outreach Technologies, Inc.

311 N. Aspen

Broken Arrow, OK 74012-

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.084A -0.602Gross alpha -37.90.97 0.29 1.65
0.209A -2.01Gross beta 4.71.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(QUAN01) TestAmerica St. Louis

13715 Rider Trail North

Earth City, MO 63045-

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0289A -0.372Gross alpha -61.60.97 0.29 1.65
0.116A -2.18Gross beta 13.51.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(QUAN03) TestAmerica

2800 GEORGE WASHINGTON WAY

RICHLAND, WA 99354-

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.047A -0.408Gross alpha -57.90.97 0.29 1.65
0.162A -2.090Gross beta 8.91.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(RPSC01) Radiation Protection Service

Ontario Ministry of Labour

Weston, Ontario M9P 3T1

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

.07A -0.43Gross alpha -55.70.97 0.29 1.65

.25A -2.47Gross beta 28.61.92 0.96 2.88
Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(RSAL01) RSA Laboratories, Inc.

PO Box 61

Hebron, CT 06248

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

.03A -0.52Gross alpha -46.40.97 0.29 1.65

.14A -2.20Gross beta 14.61.92 0.96 2.88
Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(SANC99) RadioAnalysis, South Africa Nuclear Energy Corp.

Building 1600, Pelindaba Site

Pretoria, Gauteng 0001

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.045A -0.572Gross alpha -41.00.97 0.29 1.65
0.07A -1.88Gross beta -2.11.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(SEML01) SRS Environmental Monitoring Laboratory

Bldg 735-B

Aiken, SC 29808

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.069A -0.90Gross alpha -7.20.97 0.29 1.65
0.064A -2.02Gross beta 5.21.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(SOUT01) Southwest Research Institute

6220 Culebra Rd.

San Antonio, TX 78228-0510

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0266A -0.407Gross alpha -58.00.97 0.29 1.65
0.103A -1.73Gross beta -9.91.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(SRPD01) Sandia National Laboratories, Radiation Protection Sample Diagnostics

PO Box 5800, MS1103

Albuquerque, NM 87185-1103

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.053A -1.199Gross alpha 23.60.97 0.29 1.65
0.107A -1.938Gross beta 0.91.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(TDHL01) Texas Department of State Health Services Laboratory

1100 W 49th Street

Austin, TX 78756

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.026A L-0.873Gross alpha -10.00.97 0.29 1.65
0.03A L-1.88Gross beta -2.11.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(TELE01) TELEDYNE BROWN ENGINEERING - ENVIRONMENTAL SERVICES

2508 Quality Lane

Knoxville, TN 37931-6819

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0527A -0.434Gross alpha -55.30.97 0.29 1.65
0.0814A -1.927Gross beta 0.41.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(TELE02) Environmental, Inc., Midwest Lab

700 Landwehr Road

Northbrook, IL 60062-

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.05A -0.41Gross alpha -57.70.97 0.29 1.65
0.09A -2.11Gross beta 9.91.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(TMAO01) EBERLINE SERVICES OAK RIDGE LABORATORY

601 SCARBORO RD

OAK RIDGE, TN 37830-

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0449A -0.6615Gross alpha -31.80.97 0.29 1.65
0.0485A L-1.9913Gross beta 3.71.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(TMAR01) Eberline Analytical Corp. Richmond CA Lab

2030 Wright Ave

Richmond, CA 94804-3849

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.35A H-0.89Gross alpha -8.20.97 0.29 1.65
0.20A -1.80Gross beta -6.31.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Laboratory Results For MAPEP-12-GrF27

(TNUT01) St. Louis USACE FUSRAP Laboratory

8945 LATTY AVE

BERKELEY, MO 63134-

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0158A -0.4507Gross alpha -53.50.97 0.29 1.65
0.0316A L-2.0135Gross beta 4.91.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(URSL01) UNLV Radioanalytical Services Laboratory

Campus Mail Stop 453037

Las Vegas, NV 89154-3037

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0310A -0.845Gross alpha -12.90.97 0.29 1.65
0.0449A L-1.80Gross beta -6.31.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(USED99) National Center for Nuclear Energy, Sciences and Techniques

CNESTEN BP 1382

RABAT, RABAT RP 10001

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.0096A L-0.3267Gross alpha -66.30.97 0.29 1.65
0.0215A L-2.0290Gross beta 5.71.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(WEST03) Waste Sampling and Characterization Facility, MSA

PO Box 650, S3-30

Richland, WA 99352

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.06A -0.78Gross alpha -19.60.97 0.29 1.65
0.04A L-1.69Gross beta -12.01.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(WEST04) PACE ANALYTICAL SERVICES, PITTSBURGH

1638 Roseytown Road

Greensburg, PA 15601

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.1439A -0.7620Gross alpha -21.40.97 0.29 1.65
0.3404A -1.847Gross beta -3.81.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  

 of 64Page 61 Printed 12/3/2012Issued 11/20/2012



MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(WIPP01) WIPP Laboratories

1400 University Drive

Carlsbad, NM 88220

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

7.11E-02A H-3.24E-01Gross alpha -66.60.97 0.29 1.65
3.10E-01A -1.78E+00Gross beta -7.31.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(WSHL01) Wisconsin State Laboratory of Hygiene

2601 Agriculture Drive

Madison, WI 53718

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.04A -1.11Gross alpha 14.40.97 0.29 1.65
0.02A L-1.84Gross beta -4.21.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  

 of 64Page 63 Printed 12/3/2012Issued 11/20/2012



MAPEP-12-GrF27 Combined Report

Department of Energy RESL - 1955 Fremont Ave, MS4149 - Idaho Falls, ID 83415

Laboratory Results For MAPEP-12-GrF27

(WVPL01) WVDP Radiation Protection Lab

10282 Rock Springs Rd

West Valley, NY 14171

Analyte

Unc

Value

Unc

FlagResult

Ref

Value Flag

Bias

(%)

Acceptance

RangeNotes

Units: (Bq/sample)Radiological

0.019A -0.329Gross alpha -66.10.97 0.29 1.65
0.035A L-1.801Gross beta -6.21.92 0.96 2.88

Radiological Reference Date: August 1, 2012

Gross Alpha Flags:

 

A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero). N = Result not acceptable, Bias > +/- 70% or the reported result is not statistically

positive at two standard deviations (Result/Uncertainty  Gross Beta Flags:

 A = Result acceptable, Bias  2, i.e., the range encompassing the result, plus or minus the total uncertainty at two standard

deviations, does not include zero).

N = Result not acceptable, Bias > +/- 50% or the reported result is not statistically positive at two standard deviations

(Result/Uncertainty  
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Gross alpha

MAPEP-12-GrF27

 Ref. Value  0.97   Mean  0.64   Acc. Range 

Note: This chart shows only data points with values between 0.00 and 1.99 (±5 Standard Deviations)



Gross beta

MAPEP-12-GrF27

 Ref. Value  1.92   Mean  1.90   Acc. Range 

Note: This chart shows only data points with values between 0.80 and 3.00 (±5 Standard Deviations)



*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG 3DJH���RI��

���

���

���

���

�

��

��

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����
����
�����
����
�����
�����
������
�����
�����
�����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

���������
���������
���������
���������
���������

��

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB'HWHFWLRQ *URVV�DOSKD
%HWD�&RXQWLQJ�����SL�JDV�IORZ�SURSRUWLRQDO�FRXQWHU

*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG



*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG 3DJH���RI��

���

���

���

���

��

�

�

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

���
���
���
���

�����
����

�������
�����
�����
�����
�����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

�����
���������
���������
���������
���������

�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB'HWHFWLRQ *URVV�DOSKD
%HWD�&RXQWLQJ���OLTXLG�VFLQWLOODWLRQ�FRXQWHU

*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG



*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG 3DJH���RI��

���

���

���

���

�

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����

�������
�����
������
�����
������
������
�������
�����
�����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

���������
���������
���������
���������
���������

��

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB'HWHFWLRQ *URVV�DOSKD��*URVV
$OSKD�%HWD�����SL�JDV�IORZ�SURSRUWLRQDO�FRXQWHU

*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG



*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG 3DJH���RI��

��

��

��

��

��

��

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����
����
����
����
����
����
����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

����
�
�
�
�
�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV
$QDO\WHB'HWHFWLRQ *URVV�DOSKD��2WKHU

*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG



*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG 3DJH���RI��

���

�

��

��

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����
����
����
����
����

������
�����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

���
���������
���������
���������
���������

��

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB'HWHFWLRQ *URVV�EHWD��%HWD
&RXQWLQJ�����SL�JDV�IORZ�SURSRUWLRQDO�FRXQWHU

*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG



*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG 3DJH���RI��

���

��

��

��

��

�

�

�

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

���
���
���
���
���
����
����
����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

����
���������
���������
���������
���������

�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB'HWHFWLRQ *URVV�EHWD
%HWD�&RXQWLQJ���OLTXLG�VFLQWLOODWLRQ�FRXQWHU

*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG



*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG 3DJH���RI��

���

���

���

���

���

�

��

��

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����
�����
����
���
����
����

������
������
�����
�����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

���������
��������
���������
���������
���������

��

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB'HWHFWLRQ *URVV�EHWD��*URVV
$OSKD�%HWD�����SL�JDV�IORZ�SURSRUWLRQDO�FRXQWHU

*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG



*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG 3DJH���RI��

����

����

����

����

����

����

����

����

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

���
���
���
���
���
���
���
���
���
���
���

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

���
�
�
�
�
�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV
$QDO\WHB'HWHFWLRQ *URVV�EHWD��2WKHU

*U)�'LVWULEXWLRQ�E\�'HWHFWLRQ�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH���RI���

����

����

����

����

����

����

����

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����
����
����
����
����
����
����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

����
�
�
�
�
�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�DOSKD��$FLG
GLVVROXWLRQ�E\�VWURQJ�$TXD�5HTLD��K\GURIOXRULF�DFLG��HWF�

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH���RI���

���

���

���

���

���

���

���

���

���

���

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

�����
�����
�����
�����
�����
�����
�����
�����
�����
�����
�����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

�����
�������

����
���������
���������

�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�DOSKD
$FLG�OHDFKLQJ�ZLWKRXW�K\GURIOXRULF�DFLG

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH���RI���

���

���

���

���

���

���

���

���

���

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

�����
�����
�����
�����
������
������
�����
�����
�����
�����
�����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

�����
���������
���������
���������
���������

�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�DOSKD��(3$�����
5DGLRDFWLYLW\��*URVV�$OSKD�%HWD�6FUHHQLQJ��������������

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH���RI���

���

��

�

�

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

���
���
���
���
���
����
����
����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

����
���������

����
���������
���������

�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV
DOSKD��(YDSRUDWLRQ��DFLGLILHG

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH���RI���

���

���

���

���

���

���

���

���

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

���
���
���
���
���
���
���
���
���
���
���

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

���
�
�
�
�
�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV
DOSKD��(YDSRUDWLRQ��VWUDLJKW

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH���RI���

����

���

���

���

�

��

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����
�����
����
�����
�����
�����
������
������
�����
�����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

���������
���������
���������
���������
���������

��

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�DOSKD
1R�SUHSDUDWLRQ���DQDO\]HG�DV�UHFHLYHG

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH���RI���

����

����

����

����

����

����

����

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����
����
����
����
����
����
����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

����
�
�
�
�
�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�DOSKD��:HW�DVK��
$FLG�GLJHVWLRQ���WKH�XVH�RI�R[LGL]HUV�WR�GHVWUR\�RUJDQLFV

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH���RI���

���

���

���

���

���

���

���

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

���
���
���
���
���
���
���
���
���
���
���

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

���
�
�
�
�
�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�EHWD��$FLG
GLVVROXWLRQ�E\�VWURQJ�$TXD�5HTLD��K\GURIOXRULF�DFLG��HWF�

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH���RI���

��

�

�

��

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����
����
����
����

�
����
����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

�
���������

���
���������
���������

�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�EHWD
$FLG�OHDFKLQJ�ZLWKRXW�K\GURIOXRULF�DFLG

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH����RI���

��

�

�

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

���
���
���
���
����
����
�����
����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

����
��������
���������
���������
���������

�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�EHWD��(3$�����
5DGLRDFWLYLW\��*URVV�$OSKD�%HWD�6FUHHQLQJ��������������

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH����RI���

��

��

��

��

��

�

�

�

�

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

���
���
���
���
���
����
����
����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

����
���������

���
���������
��������

�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV
EHWD��(YDSRUDWLRQ��DFLGLILHG

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH����RI���

���

���

���

���

���

�

��

��

��

��

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����

������
�����

�
����
����
�����

�������
�����
�����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

���������
���������
���������
���������
���������

��

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�EHWD
1R�SUHSDUDWLRQ���DQDO\]HG�DV�UHFHLYHG

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG



*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG 3DJH����RI���

�����

����

����

����

����

����

����

������
�����
�����
�����
�����
�����
�����
�����
����
����
����

PD[LPXP

TXDUWLOH
PHGLDQ
TXDUWLOH

PLQLPXP

����
����
����
����
����
����
����
����
����
����
����

4XDQWLOHV

0HDQ
6WG�'HY
6WG�(UU�0HDQ
8SSHU�����0HDQ
/RZHU�����0HDQ
1

����
�
�
�
�
�

6XPPDU\�6WDWLVWLFV

%LDV

'LVWULEXWLRQV�$QDO\WHB0HWKRG *URVV�EHWD��:HW�DVK���$FLG
GLJHVWLRQ���WKH�XVH�RI�R[LGL]HUV�WR�GHVWUR\�RUJDQLFV

*U)�'LVWULEXWLRQ�E\�3UHS�0HWKRG


	EXPORT CONTROL AGREEMENT
	Summary of Data 
	Samples Shipped
	Laboratories Not Reporting Data

	Reference Values

	Sample Statistical Summary Report

	Summary of Flags Issued


	Laboratory Performance Reports

	(AFOH01) USAFSAM/OEHHL
	(ANTE01) ALS Environmental
	(ARGO01) Idaho National Laboratory
	(ARPL01) Analytical Support Operations - Radiochemical Processing Lab
	(ARSL01) American Radiation Services LLC
	(AY1201) B&W Y-12, Analytical Chemistry Organization Laboratory
	(CDHS01) California Department of Public Health
	(CESL01) Lawrence Livermore National Laboratory - EMRL
	(CHMH01) 222-S Laboratory
	(CMRC01) Carlsbad Environmental Monitoring and Research Center
	(DEHS01) Department of Environmental Health & Safety
	(DINL99) Departamento Ingeniería Nuclear y Mecánica de Fluidos
	(DPHE01) Colorado Dept. of Public Health & Env. / Laboratory Services Div.
	(DRMG01) B&W Pantex - D&RMG
	(ERCL01) Washington State Public Health Laboratories
	(ERLG01) Environmental Radiation Laboratory
	(ERPD99) Ministry Of Health,Radiation Protection Department Lab
	(ESGL99) Environmental Scientifics Group
	(EULC01) EnergySolutions, LLC
	(FDHE01) Florida Dept of Health Environmental Laboratory
	(FDOH01) Florida Dept. of Health, Mobile Environmental Radiological Lab
	(FMEC99) Foods and Water Laboratories Center
	(GENE01) GEL Laboratories, LLC
	(HCAL01) Hazards Control Analytical Lab
	(HECR01) SC Dept. Health and Environmental Control Radiological Laboratory
	(HERR01) Washington Closure Hanford
	(ISUP01) ISU - Department of Physics/Health Physics/EAL
	Jordan Atomic Energy Commission
	(KDHE01) Kansas Dept. of Health & Environment
	(LAEC99) Lebanese Atomic Energy Commission - Environmental Radiation
	(LDRA99) Laboratori de Radiologia Ambiental-Universitat de Barcelona
	(LOCK03) Advanced Test Reactor (ATR) Complex Radioanalytical Laboratory
	(MART02) United States Enrichment Corporation
	(MART03) Radioactive Material Analysis Laboratory
	(MDPH01) MDPH-Radiation Control Program
	(NARL01) National Air and Radiation Environmental Laboratory
	(NARL02) USEPA - NAREL - MERL
	(NCNS99) National Center for Nuclear Sciences and Technologies
	(NESI01) B&W Technical Services-Radioisotope & Analytical Chemistry Laboratory
	(NJDH01) New Jersey Dept. of Health, PHEL, ECLS
	(ODHL01) Ohio Department of Health Laboratory
	(ORIS01) ORISE/IEAV
	(OTLI01) Outreach Technologies, Inc.
	(QUAN01) TestAmerica St. Louis
	(QUAN03) TestAmerica
	(RPSC01) Radiation Protection Service
	(RSAL01) RSA Laboratories, Inc.
	(SANC99) RadioAnalysis, South Africa Nuclear Energy Corp.
	(SEML01) SRS Environmental Monitoring Laboratory
	(SOUT01) Southwest Research Institute
	(SRPD01) Sandia National Laboratories, Radiation Protection Sample Diagnostics
	(TDHL01) Texas Department of State Health Services Laboratory
	(TELE01) TELEDYNE BROWN ENGINEERING - ENVIRONMENTAL SERVICES
	(TELE02) Environmental, Inc., Midwest Lab
	(TMAO01) EBERLINE SERVICES OAK RIDGE LABORATORY
	(TMAR01) Eberline Analytical Corp. Richmond CA Lab
	(TNUT01) St. Louis USACE FUSRAP Laboratory
	(URSL01) UNLV Radioanalytical Services Laboratory
	(USED99) National Center for Nuclear Energy, Sciences and Techniques
	(WEST03) Waste Sampling and Characterization Facility, MSA
	(WEST04) PACE ANALYTICAL SERVICES, PITTSBURGH
	(WIPP01) WIPP Laboratories
	(WSHL01) Wisconsin State Laboratory of Hygiene
	(WVPL01) WVDP Radiation Protection Lab

	Graphs of Laboratory Data

	Gross alpha
	Gross beta

	GrF Distribution by Detection Method
	GrF Distribution by Prep Method



