
Mixed Analyte Performance Evaluation Program
Statistical Summary

Sample ID: MAPEP-06-MaW15 Mixed Analyte Water Standard

Analyte
Reference

ValueT(1) A(2)
Grand
Mean

Std.
Dev.

Acceptance
Limits Units

Analyte
Text

Antimony 3.04633 32 3.02 0.19 (mg/L)2.132 3.960-

Arsenic 3.4437 36 3.39 0.22 (mg/L)2.41 4.47-

Barium 4.1337 37 4.14 0.23 (mg/L)2.89 5.37-

Cadmium 0.19637 36 0.19 0.02 (mg/L)0.137 0.255-

Cobalt 30 30 False Positive Test

Copper 0.68836 35 0.68 0.04 (mg/L)0.482 0.894-

Lead 2.26237 37 2.22 0.12 (mg/L)1.583 2.941-

Mercury 0.0183331 29 0.02 0.00 (mg/L)0.01283 0.02383-

Nickel 3.9236 35 3.85 0.24 (mg/L)2.74 5.10-

Selenium 0.285036 35 0.28 0.02 (mg/L)0.1995 0.3705-

Thallium 2.94036 36 2.89 0.15 (mg/L)2.058 3.822-

Uranium-Total 0.17620 20 0.17 0.01 (mg/L)0.123 0.229-

Uranium-235 0.0012612 10 0.00 0.00 (mg/L)0.00088 0.00164-

Uranium-238 0.17415 15 0.18 0.01 (mg/L)0.122 0.226-

Vanadium 2.55734 34 2.54 0.15 (mg/L)1.790 3.324-

Zinc 0.88536 35 0.89 0.06 (mg/L)0.620 1.150-

Americium-241 1.3046 39 1.25 0.10 (Bq/L)0.91 1.69-

Cesium-134 95.1081 80 88.52 5.67 (Bq/L)66.57 123.63-

Cesium-137 48 45 (Bq/L)False Positive Test

Cobalt-57 166.1283 83 168.05 8.66 (Bq/L)116.28 215.96-

Cobalt-60 153.5083 80 153.56 6.39 (Bq/L)107.45 199.55-

Hydrogen-3 952.0154 54 923.44 81.44 (Bq/L)666.41 1237.61-

Iron-55 129.6012 10 104.90 7.21 (Bq/L)90.72 168.48-

Manganese-54 315.0082 82 324.45 15.11 (Bq/L)220.50 409.50-

Nickel-63 60.3416 14 61.47 7.93 (Bq/L)42.24 78.44-

Plutonium-238 0.9141 39 0.91 0.07 (Bq/L)0.64 1.18-

Plutonium-239/240 0.007141 35 (Bq/L)Sensitivity Eval.

Strontium-90 13.1646 44 12.54 1.41 (Bq/L)9.21 17.11-

Technetium-99 23.3822 19 23.29 1.93 (Bq/L)16.37 30.39-

Uranium-234/233 2.0946 46 2.09 0.17 (Bq/L)1.46 2.72-

Uranium-238 2.1749 47 2.12 0.17 (Bq/L)1.52 2.82-

Zinc-65 228.1682 82 236.94 14.75 (Bq/L)159.71 296.61-
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Note: Outliers are excluded from the statistical summary.
Outliers are defied as laboratory data with a bias greater than30 percent.
  (1)  T = Total Number of Laboratories Reporting Analyte.
  (2)  A = Number of Laboratories with 'Acceptable' Performance. 


