Mixed Analyte
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Sample Statistical Summary
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Grand3)  Std Ref Ref Acceptance
Analyte T AQ) Mean Dev Value Unc Range
Inorganic Units: (mg/L)
Aluminum 3
Antimony 27 25 <0.01 False Positive Test
Arsenic 30 29 0.95 0.04 0.96 0.50 0.67 - 1.25
Barium 31 30 0.2919 0.0167  0.2971 0.0016 0.2080 - 0.3862
Beryllium 30 29 0.0517 0.0027  0.0530 0.0003 0.0371 - 0.0689
Cadmium 29 26 <0.01 False Positive Test
Calcium 4
Chromium 32 31 191 0.10 1.95 0.01 1.37-2.54
Cobalt 26 24 <0.025 False Positive Test
Copper 31 30 7.5 0.35 7.31 0.04 5.12-9.50
Iron 3
Lead 32 31 1222 0.064 1.239 0.006 0.867 - 1.611
Magnesium 4
Manganese 4
Mercury 26 23 0.00537 0.00066 0.00559 0.00003 0.00391-0.00727
Molybdenum 2
Nickel 31 30 3.52 0.20 3.62 0.02 2.53-4.71
Potassium 4
Selenium 28 25 <0.01 False Positive Test
Silver 3
Sodium 4
Technetium-99 2 2 2.31E-5 4.00E-7 1.62E-5 - 3.00E-5
Thallium 30 29 4.08 0.25 4.19 0.02 2.93-545
Uranium-235 15 15 0.00166 0.00006 0.00169 0.00003 0.00118-0.00220
Uranium-238 16 16  0.231 0.014 0.232 0.006 0.162 - 0.302
Uranium-Total 22 21 0.233 0.013 0.233 0.006 0.163 - 0.303
Vanadium 30 29 0.883 0.035 0.886 0.004 0.620 - 1.152
Zinc 31 29 0.380 0.031 0.404 0.007 0.283 - 0.525
Grand3)  Std Ref Ref Acceptance
Analyte T AQ) Mean Dev Value Unc Range
[ Radoogeal — — —  — Units: (Bq)]
Americium-241 49 44 0.596 0.074 0.636 0.010 0.445 - 0.827
Cesium-134 78 73 209 1.6 22.5 0.3 15.8-29.3
Cesium-137 51 47 False Positive Test
Cobalt-57 79 74 191 1.6 18.9 0.4 13.2-246
Cobalt-58 1
Cobalt-60 79 78 17.20 1.29 17.21 0.26 12.05-22.37
Hydrogen-3 53 52 331.0 32.3 330.9 10.7 231.6 - 430.2
Iron-55 11 10 50.6 44 48.2 1.4 33.7-62.7
Manganese-54 78 74 15.09 0.89 14.66 0.29 10.26 - 19.06
Nickel-63 19 18 49.88 4.42 53.50 1.29 37.45 - 69.55
Plutonium-238 39 37 1.15 0.08 1.18 0.02 0.83-1.53
Plutonium-239/240 39 36 0.798 0.056 0.853 0.013 0.597 - 1.109
Potassium-40 4
Strontium-90 42 40 6.98 0.66 7.21 0.08 5.05-9.37
Technetium-99 26 25 13.86 1.50 14.46 0.27 10.12 - 18.80
Uranium-234/233 41 41 274 0.19 2.77 0.07 1.94 - 3.60
Uranium-235 9
Uranium-238 47 43 278 0.20 2.88 0.07 2.02-3.74
Zinc-65 75 72 140 1.2 13.6 0.3 9.5-17.7
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Note: (1) T = Total number of laboratories reporting analyte.
(2) A = Number of laboratories with 'Acceptable’ performance.

(3) Mean excludes values derived as total metals and values indicated as "Not
Acceptable".
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