
Sample Statistical Summary

MAPEP-13-OrS28

Analyte T(1) A(2) Calc(3)

Mean

Std

Dev

Ref

Value

Ref

Unc

Acceptance

Range

Organic Units: (ug/kg)
4,4'-DDD 10 10 190 40 190 4 69 - 312 
4,4'-DDE 10 10 154 32 154 3 56 - 251 
4,4'-DDT 10 10 51 14 51 2 9 - 94 
Aldrin 10 9 161 35 161 2 58 - 265 
alpha Chlordane 9 9   
alpha-BHC 9 9   
beta-BHC 9 9   
delta-BHC 9 9   
Dieldrin 9 9 170 35 170 7 65 - 274 
Endosulfan I 9 9   
Endosulfan II 9 9   
Endosulfan sulfate 9 9   
Endrin 9 9   
Endrin Aldehyde 9 9   
Endrin Ketone 9 9   
gamma Chlordane 9 9   
gamma-BHC (Lindane) 9 9   
Heptachlor 10 10 64 14 64 2 20 - 107 
Heptachlor epoxide 9 9 135 27 135 4 54 - 215 
Methoxychlor 9 9   
1,2,4-Trichlorobenzene 14 14 2391 618 2391 20 538 - 4244 
1,2-Dichlorobenzene 14 14 1770 575 1770 17 177 - 3495 
1,3-Dichlorobenzene 14 14 880 359 880 13 88 - 1958 
1,4-Dichlorobenzene 14 14 2505 842 2505 33 251 - 5032 
2,4,5-Trichlorophenol 14 14 2746 731 2746 60 553 - 4939 
2,4,6-Trichlorophenol 14 14 1676 491 1676 30 204 - 3147 
2,4-Dichlorophenol 14 14 2561 704 2561 27 449 - 4674 
2,4-Dinitrophenol 12 12   
2,4-Dinitrotoluene 14 14 2416 688 2416 60 353 - 4479 
2,6-Dinitrotoluene 12 12   
2-Chloronaphthalene 12 12   
2-Chlorophenol 14 14 5557 1380 5557 138 1418 - 9696 
2-Methylnaphthalene 12 12   
2-Methylphenol 12 12   
2-Nitrophenol 12 12   
4-Bromophenyl-phenylether 14 14 7681 1561 7681 127 2998 - 12365 
4-Chloro-3-methylphenol 14 14 3198 750 3198 57 947 - 5449 
4-Chlorophenyl-phenylether 14 14 5371 1157 5371 73 1901 - 8841 
4-Methylphenol 12 12 836 439 836 43 84 - 2153 
4-Nitrophenol 12 12   
Acenaphthene 14 14 3955 849 3955 50 1408 - 6502 
Acenaphthylene 14 14 6310 1406 6310 160 2091 - 10528 
Anthracene 12 12   
Benzo(a)anthracene 14 14 4167 817 4167 37 1718 - 6617 
Benzo(a)pyrene 14 13 2939 681 2939 28 895 - 4983 
Benzo(b)fluoranthene 14 14 2211 510 2211 37 681 - 3740 
Benzo(g,h,i)perylene 14 14 4016 959 4016 37 1138 - 6893 
Benzo(k)fluoranthene 14 14 3249 709 3249 23 1121 - 5378 
bis(2-chloroethoxy)methane 14 14 4673 1126 4673 40 1295 - 8050 
bis(2-chloroethyl)ether 14 14 5377 1334 5377 107 1374 - 9380 
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bis(2-chloroisopropyl)ether 14 14 4824 1294 4824 120 941 - 8708 
Bis(2-ethylhexyl)phthalate 14 14 4163 979 4163 75 1227 - 7099 
Butylbenzylphthalate 12 12   
Chrysene 14 14 8244 1739 8244 150 3028 - 13460 
Di-n-butylphthalate 14 14 2740 704 2740 27 627 - 4853 
Di-n-octylphthalate 14 14 4824 1305 4824 60 908 - 8740 
Dibenzo(a,h)anthracene 12 12   
Dibenzofuran 12 12   
Diethylphthalate 12 12   
Dimethylphthalate 14 14 4256 922 4256 30 1490 - 7021 
Fluoranthene 14 14 5793 1133 5793 37 2393 - 9194 
Fluorene 14 14 3555 722 3555 130 1389 - 5721 
Hexachlorobenzene 12 12   
Hexachlorobutadiene 12 12   
Hexachloroethane 14 14 1415 477 1415 120 142 - 2846 
Indeno(1,2,3-c,d)pyrene 14 13 1174 370 1174 20 117 - 2285 
Isophorone 14 14 2088 492 2088 10 611 - 3564 
Naphthalene 14 14 1490 390 1490 13 319 - 2661 
Nitrobenzene 12 12   
Pentachlorophenol 12 12   
Phenanthrene 14 14 3462 705 3462 28 1348 - 5577 
Phenol 14 14 2980 854 2980 57 418 - 5543 
Pyrene 12 12   

Note: (1) T = Total number of laboratories reporting analyte.
(2) A = Number of laboratories with 'Acceptable' performance.
(3) Mean excludes values derived as total metals and values indicated as "Not Acceptable". 

NOTE: The spiking solution used to create the MAPEP OrS standard was prepared and validated by RESL Chemists.

Criteria based on FoPT Table for SCM - Jan 3, 2012

 

A = Result acceptable Z-score <=3.0
N = Result not acceptable Z-score > 3.0
W = Check reported result for error. 
NR = Not Reported
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