
Mixed Analyte Performance Evaluation Program
Statistical Summary

Sample ID: MAPEP-06-RdF15 Radiological Filter Standard

Analyte
Reference

ValueT(1) A(2)
Grand
Mean

Std.
Dev.

Acceptance
Limits Units

Analyte
Text

Uranium-Total 1.703 3 ug/sample

Uranium-235 0.01232 2 ug/sample

Uranium-238 1.693 3 ug/sample

Americium-241 0.09346 39 0.092 0.013 (Bq/sample0.065 0.121-

Cesium-134 2.93468 61 2.639 0.274 (Bq/sample2.054 3.814-

Cesium-137 2.53171 68 2.459 0.250 (Bq/sample1.772 3.290-

Cobalt-57 4.09671 70 4.058 0.392 (Bq/sample2.867 5.325-

Cobalt-60 2.18671 69 2.138 0.186 (Bq/sample1.530 2.842-

Manganese-54 42 41 False Positive Test

Plutonium-238 0.06739 34 0.066 0.007 (Bq/sample0.047 0.087-

Plutonium-239/240 0.0004139 36 Sensitivity Eval.

Strontium-90 0.79233 29 0.738 0.086 (Bq/sample0.554 1.030-

Uranium-234/233 0.02036 25 0.020 0.003 (Bq/sample0.014 0.026-

Uranium-238 0.02138 32 0.020 0.003 (Bq/sample0.015 0.027-

Zinc-65 3.42370 67 3.545 0.404 (Bq/sample2.396 4.450-
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Note: Outliers are excluded from the statistical summary.
Outliers are defied as laboratory data with a bias greater than 30 percent.
  (1)  T = Total Number of Laboratories Reporting Analyte.
  (2)  A = Number of Laboratories with 'Acceptable' Performance. 


