
Mixed Analyte Performance Evaluation Program
Statistical Summary

Sample ID: MAPEP-06-RdF16 Radiological Filter Standard

Analyte
Reference

ValueT(1) A(2)
Grand
Mean

Std.
Dev.

Acceptance
Limits Units

Analyte
Text

Uranium-Total 11.24 3 ug/sample7.840 14.560-

Uranium-234 0.000581 0 ug/sample

Uranium-235 2 ug/sampleNot Evaluated

Uranium-238 11.23 2 ug/sample7.840 14.560-

Americium-241 0.14245 39 0.137 0.015 Bq/sample0.099 0.185-

Cesium-134 3.14764 59 2.845 0.321 Bq/sample2.203 4.091-

Cesium-137 1.80567 63 1.827 0.179 Bq/sample1.263 2.346-

Cobalt-57 2.58267 66 2.570 0.254 Bq/sample1.807 3.357-

Cobalt-60 1.57767 64 1.539 0.128 Bq/sample1.104 2.050-

Lead-214 1

Manganese-54 1.9265 63 2.000 0.203 Bq/sample1.344 2.496-

Plutonium-238 0.11835 31 0.117 0.011 Bq/sample0.083 0.153-

Plutonium-239/240 34 32 Bq/sampleFalse Positive Test

Potassium-40 2

Strontium-90 0.6234 27 0.602 0.074 Bq/sample0.434 0.806-

Uranium-234/233 0.13432 31 0.130 0.014 Bq/sample0.094 0.174-

Uranium-235 1

Uranium-238 0.13932 31 0.128 0.012 Bq/sample0.097 0.181-

Zinc-65 46 45 Bq/sampleFalse Positive Test
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Note: Outliers are excluded from the statistical summary.
Outliers are defied as laboratory data with a bias greater than 30 percent.
  (1)  T = Total Number of Laboratories Reporting Analyte.
  (2)  A = Number of Laboratories with 'Acceptable' Performance. 


